
,,

LA-~JR -7q -z +L\

TITLE: A PROTOTYPE PARTICULATE STACK SA)lPLERWITH SINGLE-CUT
NOZZLE AiiDMICROCOMPUTER CALCULATING/DISPLAY SYSTEM*

A~JTH(~R(S): John C. Elder, H-5
Larry G. Littlefield, H-5
Marvin 1, Tillery, H-5

SUBMITTED TO: To be presented at the EPA-sponsored symposium
entitled “Advances in Particulate Samplin: an(l
Measurement,” October 7-10, 1979 at Daytona

Beach, FL.

10

By accepluncr of this article for puhliculion., th..
publisher recognize~ thr Govrrnmrnt’* (Iicmw) rwhls
In nny copyright und thr Gctvernmrn( nnd its nulhorized
rcpresrn[uiives trove unrcstrictrd righl 10 rqmodurrin
Whole or in purl suid nrticle under any cop~ri~hi
Becured hy lh[’ publi~~er.

The 1.OS‘sltimos Scientifi[ Imborntory requests Ihtit thr
publisher identif} this urtirlr as work prrformrd undrr
the nuspices of the LIShRDA.

@

:

s alames
schrttific laboratory *Thisworkwas supported by the Environmental

Protection Agency and performed at the Los
of the lhiv.r~ity Of californicI Alamos Scientific Laboratory operated under

LOS ALAMOS, NEW MEXICO S7544

Ii

the auspices of the US Department of Energy,
Contract No. W-7405-ENG-36.

An Allirmolive Action/Equal Oppollunilv EmPlOYel

Form SII. WI;

(! N1”I’HI) S’1’ATk%

S( x,) 262!1
13NER(;}” RKSKAR~ti ANI)

t) K\”Kl,OPNfKNl” A[)Mi NISTl{A’1’ioS
1}::) coNI’1tfi(’I’ w-74(1:,.KN(;. :16

About This Report
This official electronic version was created by scanning the best available paper or microfiche copy of the original report at a 300 dpi resolution.  Original color illustrations appear as black and white images.

For additional information or comments, contact: 

Library Without Walls Project 
Los Alamos National Laboratory Research Library
Los Alamos, NM 87544 
Phone: (505)667-4448 
E-mail: lwwp@lanl.gov



A PROTOIYPE PARTICULATE STACK SAMPLER
WI”fH SINGLE-CUT NOZZJ.EAND

MICROCOMHJTER CALCULATING/DISPLAY SYSTEM*

by

John C. Elder, Larry G. Littlefield, and Marvin 1. Tillery
Industrial Hygiene Group

Health Division
LOS Alamos Scientific Laboratory

University of California

Los Alamos, New Mexico 87545

ABSTRACT

A prototype particulate stack sampler (PPSS) has been developed to
improve on the existing EPA Method 5 sampling apparatus. Its primary
features are (1) higher sampling rate (56 l/rein); (2) display (OR demand) of
all required variables and calculated values by a ❑icrocomputer-based cal-
culating and display system; (3) continuous stack gas moisture determina-
tion; (4) a virtual impactor nozzle with 3pm mass median diameter cutpoint
which collects fine and coarse particle fractions on separate glass fiber
filters; (5) a variable-area inlet to maintain isokinetic sampling con-
ditions; and (6) conversion to stainless steel components from the glass
specified by EPA Method 5. The basic sampling techniques of EPA Method 5
have been ~etained; however, versatility in the form of optional in-stack

filters and general modernization of the stack sampler have been provided in

the prototype design. Laboratory testing with monodisperse dye aerosols has
shown the present variable inlet, virtual impactor nozzle to have a collec-
tion efficiency which is less than 77% and significant wall losses. This is
primarily due to lack of symmetry in this rectangular jet impactor and short
transition lengths dictated by physical design constraints (required passage
of the nozzle through a 7.6 cm (3 in) diameter stack port). Electronic com-
ponents have shown acceptable service in laboratory testing although no
field testing of the prototype under a broad range of temperature, humidity,
and S02 concentration has been undertaken.

Whis work was supported by the Environmental Protection Agency and per-
formed at the Los Alamos Scientific Laboratory operated under the auspices
of the U. S. Department of Energy, Contract No. W-7405-ENG-36.

Reference to a company or product name in this paper does not imply approval
or reconznendation of the product by the University of California or the
U. S. Department of Energy to the exclusion of others that may be suitable.



IN’IRODUC’llON

The standard manual sta-k sampling method for particulate, EPA
Method 5,1 was reviewed to iacntlfy needed impro-/ements.2 A prototype
particulate stack sampler (PPSS) incorporating the more desirable
imp~ovements into a general purpose particulate stack sampler has been
developed. Increasing the flow rate (double the 28 l/reinof most Method 5
samplers commercially available) permits either shorter sampling time,
collection of a larger sample, or greater sensitivity. Other major
improvements include: electronic calculating/display of calculated
variables such as stack velocity, sample volume, and per cent of isokinetic
sampling conditions; electronic continuous readout instrumentation for
temperature, pressure, flow, and hum{.dity; reduced weight in individual
packages; stainless steel surfaces contacting the gas stream; improved
structural strength to reduce breakage; single-point particle size
classification (3 Bm aerodynamic diameter) in the nozzle; and optional
in-stack particulate filter sampler to simplify sampling at low stack
moisture conditions. Development of a null-probe device that would greatly
simplify stack sampling was discontinued due to technical problems.

It was not our intention to provide an all-purpose sampler capable of
particulate sampling under all environmental conditions. Design
specifications that the PPSS will meet are compared with typical Metkiod 5
capabilities in Table 1. Our experience in the early stages of the study
and experience of others has shown that not all the conditions encountered
in particulate stack sampling can be accommodated by a single sampler. It
was therefore decided that the design specifications should accommodate the
most common ranges of stack temperatures, pressllres, and humidities ‘ound in
actual use. Several options could also be provided to allow sampling under
special conditions outside these design limits. The PPSS will not, for
example, be applicable to high-temperature conditions in the typical
incinerator stack, or to the high-temperature, nearly saturated conditions
of the power plant stack at the outlet of a scrubber where droplets
interf?re with particle size classification in the nozzl =.

S1 or metric units have been incorporated into Lhe PI’SS to replace the
British system nf engineering units conunonly used in exi,ting samplers.
Consistency of units is observed within the PPSS, and external data! such as
barometric pressure, are entered into the calculating/display system in the
proper units.
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Feature

Table 1

EPA Method 5 and tilePPSS Compared

Method 5

Nozzle cutpoint None
Max. port dia. 7.6 cm (3 in)
Max. weight/pkg. Approx 27 kg
Sample flowrate 28 llmin
Material Pyrex glass
Stack velocity measurement S-type pitot
Max.

tJ:
w:

Max.
Max.
Max.
Part:

stack temp:
th cooling 1000 Oc
thclntcooling 320 ‘C
stack dia. 9 m (30 ft)
stack gas velocity >22 m/s
stack gas humidity Sarurated
culate filters Note b

Number of samples 5C
Calculation/display Nomograph calculation;

display by dials,
incline gage

Probe washing Required

PPSS

2.5-3.5 pm
7.6 cm (3 in)
24 kga
56 l/rein
Stainless steel
S-type pitot

Not applicable
320 ‘C
6 m (20 ft)
22 mls
Nea-ly saturated
Note h
3C
Digital display

on demand (by
microcomputer)

Not required
after nozzle
characteristics
are known.

Notes——

a. Production model weight can probably be reduced approximately 20%.

b, Ilothmethods can be provided with either in-stack or out-of-stack
particulate filters.

c. Number includes samples requiring preweigh, handling, and analysis
by some method; i.e., filter containing solid material washed from
probe, main gas filter, bleed gas filter, impinger volume, ol-

dessicant weight.
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PROTOTYPE PA.RTICULATE STACK SAMPLER (PPSS ) COMPONENTS

The PPSS is shown schematically jn Figure 1 and photographically in
Figure 2. The primary component~ are (1) an in-stack variable-inlet,
virtual impactor nozzle capable of inertially separating the particle size
distribution into two fractions (single cut-point capability), (2) a
straight, heated, stainless steel probe with smooth internal surfaces and an
extension to provide up to 3-m inside-stack length, (3) an insulated

{4; a ~et-bulb, dry-bulb psychrometer)200-rmn-diam filter holder, . (5) air-
cooled or-water-cooled-desiccant dryer, (6) electronic flow meters,
(7) carbon vane rotary pump, and (8) electronic temperature and pressure
instrumentation.

Variable-Inlet, Virtual Impactor Nozzle

The variable-inlet, virtual impactor nozzle, shown in Figure 3, was
designed to pass through a 7.6 cm (3 in) stack port. The rectangular
virtual impactor was originally proposed as a versatile single cut-point
sampler by Forney. 3 Virtual impaction was expected to provide the
advantage of low particle rebound and minimal wall losses. Further, the
rectangular shape of the jet was compatible with the proposed rectangular

variable area inlet.

The nozzle was designed to separate gas b>rne particles as follows: the
larger particles in the gas stream intrude into a volume of relatively
stagnant air and, being unable to negotiate a sharp turn at that point,
proceed to a collection filter within the nozzle; the smaller particles
Successfully negotiate the turn and proceed a:ong the probe to the ❑ain
sample filter. By selection of appropriate lcrigthof the jet (L), width of
the jet (W), separation between jet and virtunl surface (S), virtual chamber
width (H), main flow (Qm) and bleed flow (Qb), the nozzle should provide
separation of particles at the desired aerodynamic diameter cutpoint. The
dimensions L, W, and S and the two flowrates are ❑aintained constant during
a sampling run. Isokinetic conditions arc maintained by adjusting the
nozzle opening N during the run by mechanical linkage from outside the stack.

Four versions of the variable-inlet, virtual impactor nozzle were tested
by sampling monodisperse dye aerosol produced using the Berglund-Liu
vibrating orifice aerosol generator. The version shown in Figure 3 was the
final version. Although it was adjusted to optimum ratios of S/W and H/W
recommended by Forney et al.4, the nozzle displayed the relatively low

collection efficiencies and high wall losses, as shown in Figure 4. Peak
efficiency did not exceed 77Z and exhibited an even lower efficiency for
aerosols as large as 14 pm mass median diameter. This efficiency is tbtal
aerosol mass collected in the virtual chamber (thimble filter plus chamber
wall losses) as a per cent OE total aerosol mass entering the nozzle. Wall
losses in the nozzle, probe, and filter holder ranged from 34-72% ith ‘
particles near the cutpoint size showing the highest losses. Figure 4

shows, in less detail, the designs of the previous three \’irtual impactor
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Figure 2 Overall Arrangement of the PPSS Modules
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nozzles and the performance characteristics of each of these designs. Mod 2
displayed performance characteristics comparable to those previously noted
for Hod 3. Figure 5 shows a photograph, provided by Professors Ravenhall
and Forney, detailing flow patterns within a water model geometrically
similar to our Mod 3 nozzle. Breakup of streamlines starting before the
exit of the jet illl]strates nonuniformity of flow which would promote loss
to tht walls, particularly at a point opposite the small particle exit.
Further work on this particular version is not a~ticipated at this time.
However, if additional work is planned, it is recommended that a syrmnetrical
nozzle (circular or annular in shape) without the constraint of fitting
through a 7.6 cm port be considered. Larger port clearance will allow
adequate length for smooth transitions within the inlet and nozzle and
greater separation between the inlet and the flow disturbances caused by the
broad boay of the nozzle. Symnetry will allow the main flow stream to exit
in all directions, thereby eliminating crossover and end effects inherent in

rectangular impactors.

Stack Velocity Measurement

Stack velocity is determined from S-type pitot differential pressure as
❑easured by an electronic pressure transducer with ~ 25 mn Y20 range. A

null-probe device (Figure 6) which provided static pressure taps internai
and external to the nozzle was evaluated. The small differential pressure
induced by velocity imbalance was sensed by a + 25 mm H20 differential
pressure transducer and was minimized to achie~e isokinetic conditions. Tt,e
difficulty with this technique is sensing the low differential pressure
required to achieve 0.9 ‘vnozzle/vstack. < 1-1” This A P was approxi-
mately 50 Pa (5nm H20) at 9.1 m/s, which was easily detectable, but was
not measured with acceptable stability owing to pressure fluctuations near
the large body of the variable inlet nozzle. The usefulness of a null-probe
sensor was suggested by these tests, and may warrant further development.

Ir?-Stack F~lter Holder

Placement of a filter holder in the stack gas stream is not novel and is
an EPA-approved procedure (Method 17).5 The ,~dvantages of an in-stack
filter are reduced deposition on extraneous surfaces and no further need for
probe and filter heating. A major disadvantage appears when entrained
droplets in the stack gas stream blind the filter. The PPSS provides
optional capability for sampling with an in-stack filter connected to the
variable-slit nozzle,

Instrumentation to Monitor Sampling Conditions

Instrumentation in the PPSS is capable of transmitting continuous
voltage signals for calculating and display purposes, which replace the
❑echanical and manual ❑ethcds of flow, pressure, and moisture measurement
now part of Method 5. These instruments were selected to perform with

accuracy and precision at least equivalent to that provided by Method 5
instrumentation. Field testing to establish their ruggedness has not been
accomplished. Instrumentation channels are listed in Table 2 and discussed
in the following sections.
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Table 2

PPSS Instrumentation Channeis

Sensors—.—

Stack temp

Prcbe temp

Exrension temp

Holder temp

Dry-bulb temp

Wet-bulb temp

Sample flow temp
compensation

Stack velocity
(pitot)

Flow meter
press. correc.

Psychrometer
press. correco

Sample flow rate

Bleed flow rate

Elapsed time

Interval time

Range or Max

20-325°C

20-325°C

20-150°C

20-150°C

20-150°C

20-150°c

20-150°C

+34 mb

+340 mb

+340 mb—

Type

RTD*

RTD*

R~*

Thermistor

Thermistor

Thermistor

Therrnistol

Variable
reluctance

Variable
reluctance

Variable
reluctance

7-12x1O
-4 m3,~

Turbine

l-3x10-4 m3/s Hot-wire

O-99 rein: Digital
0-60s

O-99 rein: Digital

S!&!@

O-5Vdc

O-5Vdc

O-5Vdc

O-5Vdc

O-5Vdc

&5Vdc

O-5Vdc

+5VCIC

+5Vdc

+5Vdc

O-5Vdc

O-5Vdc

Overall
.Drecision

+5°c

+S”c

+5°c

+l”c

+o.5°c

+O.s”c

+l”c

+0.05 mb

+5 mb

+5 mb

+().2)(]0
-4 ~3,s

+0.lxlo
-4 3

m /~

0-60s

*Resistance temp~rature detector

Flow Metering. Since the particulate mass concentration is desired in
terms of dry gas volume at standard temperature and pressure, dry gas volume
is ❑easured and automatically converted to standard conditions according to
perfect gas laws. The gas stream is dried and filtered prior to entering
the flow meter. Additional correction are required if constituents of tbe
gas change from the calibration gas or i.ftemperature or pressure of the gas

stream varies from calibration conditions. Gas analysis prior to each
I.rticulate sampling run is required to provide gas constants to determine
mass flow meter correction,
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Two flow meter types, hot-wire and turbine, were included i.nthe
prototype to permit evaluation under field conditions since laboratory
testing did not show a clear ad~antage of one type over the other.
Datwnetrics hot-wire ❑ ass flow meter Model 1000.5B was used to meter the
bleed flow. It is compact and lightweight and has been used successfully in
other areas of our laboratory. The instrument is supplied wit!l linearizing
signal conditioning. A turbine flowmeter (Flow Technology Model FTC-8) was
used to meter sample flow rate. The advantage of the turbine flowmeter over
a hot-wire flow sensor is its direct indication of flow volume in the
presence of gases other than the components of air. Its OU’”pUt does,
however, require compensation for temperature and pressure changes.

Flow control is perfonneJ by manual adjustment of needle valves in the
main flow stream and the bleed flow stream. This adjustment is made
infrequently since normal operation with the virtual impactor nozzle
requires constant flow.

Moisture Measurement. The PPSS contains a bet-bulb, dry-bulb
psychrometer for measuring water vapor content of the sample gas stream.
Total ❑oisture can also be determined by measuring total weight change in
the dryers. The volume occupied by water vapor is required in the
isokinetic calculation to correct nozzle inlet velocity, which is volumetric
flowrate of wet gas divided by probe nozzle cross-sectional area, The
psychrometer, shown in Figure 7, is located immediately behind the sample
filter where temperature of the gas stream is maintained above dew point.
?he wick material is polyester, which is resistant to the acids (primarily
dilute H2S04) encountered in some sampling situations. The wick is fed
from a water reservoir through a stainless steel tube approaching within
3 mu of the thermistor thermometer from the downstream side. Covering the
feed tube with the wick adjusts the temperature of the feedwater to
approximately that of the wet bulb temperature and prevents cooling or
heating of the wet bulb thermistor by the feedwater.

The wet-bulb, dry-bulb psychrometer may be used up to dew points of
100oC with reasonable accuracy (less than 5% maximum error). Other
methods of moisture measurement such as cooled-mirror dew-point d?vices,
hydroscopic salt devices and semiconductor devices are limited by maximum
ambient temperature, usually about 50°C.

Pressure Measurement. Three pressure channels are required in the PPSS:
pitot tube differential pressure (stack gas velocity); pressure at the
psychrometer; and pwssure at the flow measurement section to allow pressure
compensation of flow rates. Pressure within the stack to allow calculation
of total stack volumetric or mass discharge is measured occasionally by
connecting one leg of the pitot tube to one of the existing transducers.
The operating ranges of these instruments a::e listed in Table 2.
Datametrics v~riable-re lucta,?ce, differential-pressure transducers with
miniaturized carrier demodulator which supply dc voltage to the
calculating/di.s:lay system were used to mcmitor pressure. These transducers
are l!ghtweigllt :,ndhave displayed goal stqbility.
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Temperature Measurement. All temperatures except stack Temperature!
probe temperature, and extension ternpt’ratureare sensed by Yellow Springs
Thermi linear thermistors which show good linearity and response. TkIPy are
delicate and must be potted with epoxy to make them more rugged and
resistant to acid. The accuracy of the measuring circuit is generally
within +0.?~C over Lhe rangr O-93W. Stability appears adequate,
showing-standard deviation of 0.05°C 01)the difference between two
thermistors XIIan oil bath. This ordrr of stability is required by
psychrom~:ric calculation whicli is based on wet-bulb, dry-bulb depression.
Sensitivity of the thermistor circuit is set at 0.1 V/°C, far exceeding
response of any thermocouple.

Stack temperature, probe temr ratllre,and extension ter,lpl~raturesensors
are resistance thermom(~ters (RTJ) (Yellow Springs Platinum RTD 0-138 AX),
which provide the additional range required at these locacions.

Calculating/Display System

A calculating/clisplay system is an integral part of the PPSS.6 The
system incorporates a microcomputer and microprocessor to calculate stack
volumeric flow rate, sample flow rate, isokinetic ratio, and various
temperature and pressure compensation factors. A block diagram of the’
system is shown iil Figure 8.

The system operates on 115-Vat, 60-Hz line power and retains read-only
(program) memory in the event of power loss. It displays data in large
(1.3-cm) liquid crystal displays (LCD) visible in strong sunli~ht.
Isokinetic ratio is updated and displayed wl~enever other valutms are not
demanded. All other variables are displayed on demand through tile
keyboard. St’parate clocks provide elapsed timr and interval timc
capabi]itiy (interval time prompts mov[’ to new sampling location),

The National S~~mic~~nductorMM 57109 MOS/LSI number-oriented
microprocesst>r performs tllcnumber processing/calcula tion. This 28-pin dllal
in– Iinc packagt~ provides scientific calculator instructions (key levt=l
]anguagc) wiLl]revcrs(~ polish notation entry. The capabiliti(~s of tl~is
device include all of l.11,~functions available on the Hrwlrtt Packard HP-21
hand calculator. ThL. Intel ASM 48 single-component microcomputer perfoims
data sequencing computation processing and display updating.

The microcomputer is programmed in assembly language and allows
operation in the following selrcterlmocl(’s:

,3. Load constants - allows loading of all constants specific to thr
run (i.e., baromt>tric pressur(’, gas constants, etc.);

b. Profilr - allows velocity travcrs.’ across tllcstack while
calculating stack v[’locity.

-8-
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cm Static pressure - allows stack pressure to be measured using the
transducer usually assigned to monitoring psychrometer pressure;

d. Mairi - starts the clocks and upd~ting of all calculated variables;

e. Mail pause - aliows tempo ary interruption of the run to relocate
the sampler to anoth~r port; also accommodates mid-run delays for any other

reason.

Although interfacing the microcomputer with all analog signals has been
completed and all calculations checked for accuracy, overall system errors
over typical ranges of operation remain to be determined. The microcomputer
has functioned without failure since original debugging of its software.
Its operation is rapid, with maximum calculating time 7.5 sec for updating
stack velocity.

Equipment and Structural Arrangement

The vacuum pump selected for the PPSS is a Cast 1022 carbon vane rotary
pump, which provides 280 l/rnirrat O mmHg and 68 l/reinat -500 mml{g. Maximum
pressure drop in the PPSS is 415 mmHg (100 uunHg occurring in the nozzle,
115 umtlg in the 200-mm filter holder, and 200 mmHg in the dryer), The Model
1C22 pump weighs 23.6 kg (52 lb) and is the heaviest component in the PPSS.
In general, wight of any other major component is limit~d to about 14 kg
(31 lb).

The probe of the PPSS will be supported by allI-beam cantilevered
outward from the stack. This arrangement, shown in its basic form in
Figure 1, will be similar to Metliod 5 arrangem~nt. The probe is clamped in
two places by a trolley device which straddles the filter holder.

The sampling probe is a straight 2.32 cm ID tube of type 304 stainless
steel. Total heated length is 130 cm. The probe is heated in the manner of
EPA Method 5, controlled by separate automatic controller, and is provided
with a cooling air blower for temperature reduction to 1200C when sampling
intermediate temperature stacks. The probe extension is about the same
weight and length as the sampling probe and allows 3m total length.

Lightvmight dryers containing silica gel desiccant are provided for both
the main and bleed streams. The dryer is designed for either air ur ice
bath cooling. Silica gel crystals are packed within stainless stcc] bellows
tubing. A change in mass of the dryer can be used as a measure of total
moisture in the sample gas stream. Recharging is accomplished by
replacement of desiccant or drying in a warm oven (70°C).
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SUMMARY AND CONCLUSIONS

A prototype particulate stack sampler has been developed with the
following primary features: (i) nominal 56 l/reinsampling flow rate,
(2) electronic transducers for pressure, temperature, flow, and humidity
ratio, (3) stainless steel surfaces and components not subject to breakage,
(4) electronic calculating/display system providing direct display of
updated data such as stack velocity, sample volume, and isokinetic ratio,

(5) single-point particle size classification in the nozzle, (6) continuous
adjustability of nozzle inlet area, and (7) manageable weight of individual
components. A wet-bulb, dry-bulb psychrometer provides continuous

indication of moisture content of the gas stream. The psychrometer is a
particularity promising device in the severe conditions of high temperature
(95 to 100°C) and high humidity in which the device must operate.

The variable inlet, virtual impactor nozzle has potential for
well-characterized separation of fine and coarse particulate, although
versions tested to date hwe shown collection efficiencies which do not
exceed 77%, and high wall losses. A new design with symmetry in flow
passages and less dimensional constraint is recommended.

In general, the PPSS has the operating capability of the existing ,
Method 5 sampling train, has modernized its design, and has eliminated the
obvious problem areas. However, field demonstration of the prototype might
reveal other problems in the novel areas of the PPSS design. The effect of
acid on the psychrometer wick and of presence of C02, s02, and other
contaminants on behavior of the psychrometer is not known. Al SO, stainless
steel surfaces in the PPSS may provide greater potential for formation of
sulfate aerosols than in the glass components of the Method 5 train.
Component ruggedness remains to be proven by field testing.
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